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Ionospheric routine observation at Syowa station, Antarctica has been operating more than fifty years. The dataset of 
ionospheric observation obtained at Syowa station is quite valuable for studying the long-term variations of ionosphere, and 
the relationship among the ionosphere, lower atmosphere, and solar activity. We have been operating single pulse type 
ionosonde (current version: 10C). To minimize the resources and effective operation for continuing our observation as regular 
survices, we will introduce new type of ionosonde (FMCW) within this eight-th plan of Antarctic research. We are operating 
FMCW-type ionosonde and 10C-type ionosonde simultaneously for comparison for a few years. To this time, we try to 
compare the quality of both data by using manual-scaling ionospheric parameters. We used to analyze parameters of foF2, 
foEs, h’F, fmin. For the case of foF2 and h'F, the correspondence between 10C-type and FMCW-type is well. For the case of 
fmin and foEs, the observation of FMCW-type is more sensitive rather than those of 10C-type. On the contrary, FMCW-type 
obsercation sometimes show strange ionograms which cannot used for manual scaling. We will show some results and 
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い（FMCW 型：0.5MHz、10C 型：1MHz）の影響もあるが、FMCW 型の fmin の方が全体的に 3割以上低い値を示す傾向
が見られる。 
３）foEs については、概ね良く対応する分布が見られる一方で、FMCW 方式が時折高い値を示す場合が見られる。 
２）、３）の傾向は、いずれも FMCW 型のイオノゾンデの方が 10C 型よりも弱いエコーまで検出が出来ていること
を示唆しており、総合的には FMCW 型の方が 10C 型よりも感度が高いことが示唆される。一方、FMCW 型の観測では、
従来の 10C 型では見られなかったタイプのイオノグラムが観測されことがあり、電離圏パラメータの読み取りが
困難な場合がある。これは、FMCW 型の測定周波数範囲の掃引時間が 10C 型に比べて長いため、観測領域の電離圏
において、短時間に急激な変動が見られた場合、電離圏の鉛直構造を正しく計測できないことを反映していると
考えられる。発表では、両方式による観測の差が大きくなる場合の宇宙環境の状態と比較を行って、両観測装置
の特性の違いについて考察を行った結果について報告する。 
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